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We present a new design for a confocal rheoscope that enables uniform uniaxial or biaxial shear. The design
consists of two precisely-positioned parallel plates with a gap that can be adjusted down to 2±0.1 µm,
allowing for the exploration of confinement effects. By using our shear cell in conjunction with a biaxial force
measurement device and a high-speed confocal microscope, we are able to measure the real-time biaxial stress
while simultaneously imaging the material 3D structure. We illustrate the importance of the instrument
capabilities by discussing the applications of this instrument in current and future research topics in colloidal
suspensions.
I. INTRODUCTION
In many systems driven far from thermodynamic equi-
librium, deformation plays a decisive role. Structured
fluids in particular exhibit a rich array of non-equilibrium
flow phenomena that impact natural and industrial pro-
cesses alike1,2. Structured fluids have microscopic com-
ponents, such as suspended particles, polymers, or mi-
celles, whose distribution and dynamics can strongly af-
fect bulk properties such as viscosity. Thus, changes
in microstructure arising from imposed flow conditions
can have significant consequences. Understanding the
cooperative dynamics of entangled polymers is impor-
tant for the processing of thermoplastics3, for exam-
ple, and the interplay between platelet aggregation and
blood flow is important in blood clotting4. Likewise,
the non-Newtonian rheology of structured fluids can be
exploited in the design of useful materials, such as the
shear-thinning properties of paint or toothpaste or the
possible use of shear-thickening to engineer flexible body
armor5,6. The microscopic underpinnings of such phe-
nomena and the range of microscopic behaviors observed
in structured fluids more generally have been the subject
of considerable discussion. The multi-scale, many-body
character of these problems continues to challenge our
physical understanding of systems far from equilibrium.
Imposing flow conditions in which the velocity gradient
tensor takes a relatively simple form is a classic strategy
for investigating structured fluids2,7. A strain-controlled
measurement performed on a commercial rheometer, for
example, provides precise data on how shear stress varies
with applied shear rates. Alternatively, these instru-
ments are capable of stress-controlled measurements and
oscillatory measurements, as well as impulsive measure-
ments in which transients can be explored. These bulk
rheological techniques can be used to characterize viscous
and elastic responses, including nonlinear behaviors such
as shear thinning and thickening, thixotropy, and yield-
a)N. Y. Lin and J. H. McCoy contributed equally to this work.
ing commonly observed in structured fluids2,6,7. In addi-
tion, by modifying the motor of a commercial rheometer
and using a cylindrical Couette geometry, it is possible
to superimpose a small-amplitude oscillatory motion or-
thogonal to a primary shear flow8–11. This modification
enables biaxial flow measurements and can be used to
probe force signatures arising from anisotropies in flow-
induced structures.
While rheology does supply a great deal of useful infor-
mation, deeper understanding generally requires in situ
measurement techniques that provide access to the fluid’s
microscopic degrees of freedom, e.g., polymer orienta-
tion, flow velocity field, or particle positions. Scatter-
ing techniques provide powerful tools for probing micro-
scopic structures. Small angle x-ray and neutron scatter-
ing (SAXS and SANS), for example, are able to resolve
the nanoscale structures and dynamics associated with
polymeric systems. Dynamic light scattering (DLS) and
other light scattering techniques12–15, by comparison, are
less expensive, and easier to incorporate into a table-
top experiment but are limited to structures no smaller
than the wavelengths associated with visible light. When
combined with conventional rheology these techniques of-
fer valuable insights into the microscopic origins of ob-
served flow behaviors in a variety of systems16–19. How-
ever, the structural information provided by scattering
techniques is averaged over a large volume of sample, so
point defects20,21, grain boundaries22, shear bands23–25,
and other heterogeneities26 can be difficult to resolve.
Moreover, real-space structures can only be extracted
from scattering data through Fourier analysis and, due
to missing phase information, this process is not always
straightforward.
Such limitations can be overcome by a variety of real
space imaging techniques22,27,28. More recently, for sam-
ples with structures larger than the wavelength of light,
confocal microscopy has been used to measure a mate-
rial’s microstructure under shear. Using this technique,
individual structures of interest can be followed in real
time or, by scanning through the sample, the full three-
dimensional structure can be mapped out, allowing for
accurate reconstruction of flow profiles using particle ve-
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2locimetry and detailed measurements of a material’s dy-
namic microstructure29–34.
Two types of experimental designs combining confocal
microscopy with precise flow control have been reported.
The major distinction between these two types is the
geometry of the flow. The first group of designs uses
counter-rotating surfaces to drive torsional flows with cir-
cular streamlines25,30,32,35–38. Often, one of these sur-
faces is fixed in the laboratory frame. Independently
rotating both surfaces, while more difficult, allows the
zero-velocity plane to be moved away from the sample
boundaries32,35. This, in turn, allows particle tracking
in bulk, even under very rapid shear conditions. An al-
ternate approach for torsional flows requires mounting a
commercial rheometer on a confocal microscope25,36–38.
To achieve a uniform shear rate, commercial rheometers
use a cone and plate geometry in which the sample thick-
ness increases linearly with distance from the rotation
axis. Measurements of confined suspensions, however,
require a parallel plate geometry in which the sample
thickness is uniform but the shear rate is not. Thus,
while this approach allows a great variety of bulk mea-
surements to be paired with simultaneous visualization of
sheared microstructures, confined systems under uniform
shear cannot be explored using this apparatus.
The second group of experimental designs use flat,
counter-translating surfaces to drive planar Couette flows
with straight, parallel streamlines23,29,31,33,39–44. Again,
the simplest designs have one surface fixed in the labo-
ratory frame, though independently moving both is pos-
sible and has the same advantages as in the analogous
rotational design33,44. In these planar designs, with care-
ful alignment of the boundaries, sample thicknesses of
just a few particle diameters become possible, allowing
exploration of thin film flow behaviors associated with
confinement41,45,46. However, force measurement is a sig-
nificant challenge in this flow geometry. To achieve a high
degree of parallelism, shear cell designs tend to use much
smaller surfaces than those found in commercial rheome-
ters. With weak stresses acting on these areas, the re-
sulting shear forces can be on the order of micro-Newtons
even when working with fairly viscous suspensions. For
this reason, these planar, uniaxial designs have tradition-
ally been used to study questions concerning particle con-
figuration and dynamics rather than rheological phenom-
ena.
Here, we discuss a new translating, parallel-plate de-
sign incorporating both fast confocal microscopy and
force measurement47. This instrument offers precision
control of uniform shear flow. The plates can be brought
within two microns of each other and, with lateral dis-
placements of hundreds of microns possible, very large
strains and strain rates can be achieved in strongly con-
fined samples. Our custom-built, high precision force
measurement devices (FMDs) allow in situ rheological
measurements to be combined with simultaneous visu-
alization of sheared microstructures in this flow geome-
try. These devices are sensitive enough to detect shear
stresses on the order of tenths of a Pascal. Moreover, our
instrument is capable of performing biaxial shear experi-
ments in which oscillatory shear flows in two orthogonal
directions are superimposed. By adjusting the relative
amplitude and phase of these orthogonal components,
uniaxial flows in different directions can be explored, as
well as perturbations to uniaxial flows and even elliptical
flows. This multi-axial instrument is therefore capable
of probing anisotropic structure and dynamics in a va-
riety of systems and, unlike currently available commer-
cial instruments, allows direct visualization of sheared
microstructures.
This paper is organized as follows. In Section II, we
discuss design challenges and our solutions to them, fo-
cusing on geometric and kinematic aspects of the design.
In Section III, we discuss the force measurement prob-
lem in detail and present designs for both uniaxial and
biaxial FMDs. Section IV discusses the use of confo-
cal microscopy in connection with our shear cell design.
Finally, in Section V, we outline the application of our
shear cell to the study of some representative experimen-
tal systems.
II. PARALLEL PLATE SHEARING APPARATUS
A. Control of shear cell alignment and spacing
The first design challenge is ensuring that the two
plates are extremely parallel with a given separation. In
our shear flow apparatus, two large mounting plates are
used to control the alignment and spacing of the shear
cell boundaries. The lower boundary is attached (via
a piezoelectric translation stage) to the lower mounting
plate. The upper boundary is attached via a force mea-
surement device and rotational stage to the upper mount-
ing plate. This arrangement is shown in Fig. 1 and 2. To
control the spacing and ensure the mounting plates are
parallel, we use a constrained system of three adjustment
screws, placed at the vertices of an equilateral triangle.
Each screw passes through a tight, threaded bushing in
the upper mounting plate and has a ball bearing at its
tip, which rests on a post attached to the lower mount-
ing plate. One of these posts has a conical hole in its
upper surface, which prevents any lateral motion of its
screw. Another post has a linear groove, which allows
lateral motion of its screw but only in one direction. The
last post has a flat surface, allowing its screw to move
freely in two directions. Holding the plates together with
stiff springs prevents the plates from moving about dur-
ing shear, keeping the plate separation fixed. The plates
are sufficiently thick that the springs cause no observable
warping when in place.
This kinematic mount design exploits the rigid body
degrees of freedom of the upper mounting plate. In free
space, the plate has exactly three translational degrees
of freedom and three rotational degrees of freedom. All
three translational degrees of freedom are lost when one
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FIG. 1. Schematic representation of the shear flow appara-
tus, with semi-transparent rendering of upper mounting plate
(angled top view). The three differential adjustment screws
allow us to accurately position the plates in a parallel geom-
etry. The black piezoelectric translation stage drives the bot-
tom plate of the shear cell back and forth, and the top plate
of the shear cell and Force Measurement Device are mounted
to the top mounting plate. Figures. 2 and 3 show a close-up
of the mounting setup and shear cell chamber.
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FIG. 2. Schematic representation of the shear flow apparatus
(side view, cut). See Fig. 3 for an enlarged view of the shear
cell.
of the screw tips engages the conical hole. Two of the
rotational degrees of freedom are lost if another screw
tip engages the linear groove. The last rotational degree
of freedom is lost when the remaining screw tip engages
the flat post. Thus, for each setting of the adjustment
screws, there is a unique configuration of screw tip posi-
tions that immobilizes the upper mounting plate. As the
screws are independently rotated, small cooperative mo-
tions of the screw tips along the grooved and flat posts
allow the mount to freely explore different orientations
without building up mechanical stress in either the screws
or the plates. In this way, microscopic misalignments due
to the mechanics of the mount are minimized.
The adjustment screws and springs are evenly spaced
around a circle 200 mm in diameter, visible in the angled
view of Fig. 1. Each screw (ThorLabs, DAS110) has an
outer thread for course adjustments and a differential in-
ner mechanism for fine adjustments. The coarse thread
advances the screw 0.3175 mm per rotation. Thus, one
full rotation of any one of the adjustment screws corre-
sponds to an angular change of only 2.12× 10−3 radians
in the relative orientation of mounting plates. The more
precise differential adjustment mechanism advances the
screw 0.025 mm per rotation. Thus, one full rotation of
this mechanism in any one screw corresponds to an an-
gular change of only 1.67 × 10−4 radians in the relative
orientation of the mounting plates. Since the upper and
lower shear cell boundaries are independently fixed to
the upper and lower mounting plates, as described above,
these adjustments allow precise control of the shear cell
geometry. We find that small cooperative motions using
the coarse threads alone are usually enough to align the
cell boundaries parallel to within roughly 5× 10−5 radi-
ans or, equivalently, to within roughly 0.2 µm across the
entire shear zone.
The use of three precision adjustment screws not only
allows us to level the plates, but it also allows us to adjust
their gap over a wide range. With careful alignment of
the three screws, the cell boundaries can be brought very
close together (e.g., 2 µm), enabling study of samples
containing only a few particle layers. Moreover, due to
their large adjustable range, the screws can be adjusted
to increase the plate separations to more than 1 mm.
B. The shear cell
To prevent evaporation and contamination of the sam-
ple, the sample loading region is isolated via a solvent
trap, as shown in Fig. 3. The lower mounting plate is
attached to a solvent trap plate with an annular groove;
this groove is filled with 300 µL of mineral oil before be-
ginning an experiment. The top plate has a metal or
polycarbonate tube attached to it, via the base of the
FMD. This tube provides the lateral sidewalls of the sol-
vent trap. As the top plate is brought down into the
sample from above, the bottom rim of this tube lines up
with an annular groove in the solvent trap plate. The
300 µL pool of mineral oil forms an airtight seal between
these two pieces of the solvent trap. In this way, sam-
ple evaporation and exposure to air can be minimized.
Since there is no direct mechanical contact between the
FMD and the moving pieces of the shear cell, the solvent
trap disturbs neither the shear experiment nor the force
measurements.
Our shear apparatus needs a transparent bottom plate
to allow confocal imaging, and it needs smooth top and
bottom plates to avoid a spatially varying plate separa-
tion due to surface roughness. We use a standard No. 1.5
microscope cover slip (Warner Instruments CS-25R15,
approximately 170 µm thick) as the lower boundary of
the shear cell. In addition to granting us the ability to
image with a confocal microscope, a glass cover slip al-
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FIG. 3. Schematic representation showing major components
of the shear cell in greater detail (side view, cut). Note that
the aspect ratio of the sample pool is exaggerated here to
make it visible from the side. In practice, the gap is much
smaller relative to the width, as discussed in later sections.
The sample volume can also extend beyond the shear zone,
forming a reservoir that is not shown here.
lows us to treat the surface, e.g. by base-washing to clean
the surface and to make it hydrophilic, or by silanization
to make it hydrophobic. The glass cover slips are both
smooth and fairly planar, allowing for a uniform shear
profile across the sample. The cover slip is glued to the
bottom of the solvent trap plate using ultraviolet-cured
optical adhesive (Norland NOA89), as shown in Fig. 3.
A half-inch diameter circular hole in the center of the
solvent trap plate provides access to the cover slip from
above, both for sample loading and for placement of the
top plate. Samples are loaded into the center of the cylin-
drical space defined by the walls of this hole. This plate
is in turn connected to the lower mounting plate, via a
rigid adapter connection to the piezoelectric translation
stage. For the upper boundary of the shear cell, we use a
4 mm × 4 mm silicon wafer, which is atomically smooth.
This wafer is attached to the upper mounting plate via
the tip of the force measurement device (FMD). The rela-
tionship and order of assembly of the confocal rheoscope
parts are illustrated in the exploded view drawing, as
shown in Fig. 4.
C. Control of shear cell motion
Finally, our apparatus requires a drive that can oper-
ate precisely over a large range of strain amplitudes and
shear frequencies. Drives such as linear actuators or step-
per motors provide the ability to access large strain am-
plitudes, but the precision for typical actuators is around
1 µm and their frequency range is often limited. For the
small plate separations and shear rates we are interested
in accessing these limitations are problematic. Thus, for
the most recent versions of our apparatus, we selected as
our drive a three-axis piezoelectric device with an open
central aperture (Physik Instrumente, P-563.3CD). This
particular device has a square hole in the center, which
allows for access from above for sample loading and for
flow visualization from below. Our piezoelectric device
is capable of close-loop travel of up to 300 µm laterally.
For oscillatory shear flow, this translates to a maximum
displacement amplitude u0 of roughly 150 µm. For small
gaps, such as d = 5 µm, the maximum strain ampli-
tude γ0 = u0/d can reach 30 and the maximum strain
rate amplitude γ˙0 = ωγ0 can reach 2.1×104. This value
of γ˙0 is obtained for an oscillation frequency ω/(2pi) of
110 Hz, which can be achieved without approaching the
resonant frequencies of the device. Another important
motivation for choosing a piezoelectric controller is the
precision. Our piezoelectric controller has a displacement
resolution of 2 nm. Moreover, the piezo displacement is
almost perfectly proportional to applied voltage, with a
deviation from linearity of 3 × 10−4. Because the piezo-
electric transducer design is standard, as newer products
come on line these capabilities can be further improved.
This piezoelectric strategy offers flexibility as well as
high precision. Applying a triangular waveform to a sin-
gle axis of the device, for example, results in steady uni-
directional shear with periodic reversals of direction. A
sinusoidal waveform, on the other hand, results in an os-
cillatory shear flow. Thus, the device is capable of many
of the controlled motions necessary for standard rheo-
logical measurements, including amplitude sweeps, fre-
quency sweeps, and step strains or strain rates, as well
as steady shear at constant strains or strain rates. More-
over, the three-axis capability of our device allows us to
select the direction of shear and to shear in multiple di-
rections.
The superposition of two time-dependent shear flows
can be written as:
γtot(t) = γ1(t) + γ2(t) , (1)
where the subscript 1 or 2 indicates the primary or sec-
ondary flow and γ is the tensorial time-dependent shear
strain. By imposing different types of shear, we can per-
form a mixture of creep (square waveform), oscillatory
(sine waveform), and continuous (triangular waveform)
measurements. If we consider as a special case, a su-
perposition of two oscillatory shear flows, we can write
γ1(t) = γ˜1 sin(ω1t) and γ˜2 sin(ω2t + δ). Here γ˜1 and
γ˜2 are the tensorial strain amplitudes of primary and
secondary flows respectively, ω is the shear frequency,
and δ is a phase difference. If δ = 0 and ω1 = ω2,
then the flow is a uniaxial shear with strain amplitude
γtot = γ˜1 + γ˜2. However if either δ 6= 0 or ω1 6= ω2,
then the applied shear is not uniaxial. For instance, if
ω1 = ω2 but δ 6= 0, the shear flow is elliptically polarized.
Alternatively, by using a strong primary flow γ1 to drive
the system away from equilibrium and a weak secondary
flow γ2 to probe the system, a biaxial superposition spec-
troscopy measurement can be performed. These possibil-
ities open up new avenues of inquiry for investigating the
flow behavior of anisotropic materials, including liquid
crystals10,48, colloidal suspensions49, polymers48, and bi-
olgical tissues14,50 in which the viscoelastic modulus gen-
erally varies with the direction of shear.
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FIG. 4. Exploded view drawing of the confocal rheoscope.
It is crucial to ensure that the piezoelectric device is
aligned with the top and bottom shear cell plates. As
discussed above, the relative alignment and spacing of
the shear cell’s top and bottom plates are determined
through adjustments made to the kinematic mount. In
principle, once the cell geometry is set, the motion of the
lower boundary of the cell can be computer controlled
through the piezoelectric device without any further ma-
nipulation of the mount. This is only possible, however, if
the axis of travel initiated by the piezoelectric device has
no component perpendicular to the cell boundaries. Any
misalignment of this axis will cause the distance d be-
tween the cell boundaries to vary as the lower boundary
is moved. We find that, with sufficiently careful machin-
ing of our apparatus components, this problem can be
avoided and, in practice, d remains constant to within
0.1 µm across the device’s full range of motion. This
small change in d is barely measurable with a confocal
microscope, due to intrinsic resolution limits set by the
optics.
III. FORCE MEASUREMENT
The main challenge in designing a force measurement
device (FMD) is obtaining high sensitivities without sac-
rificing reliability and repeatability and without disturb-
ing the applied shear flow. For instance, to measure
the viscosity of glycerol at a strain amplitude of 1 and
strain frequency of 1 Hz the FMD needs to be sensitive
to stresses on the order of 6 Pa. However, for a 4 mm
× 4 mm wafer, this corresponds to forces on the order
of 0.1 mN. To measure the viscosity of water requires
the FMD to resolve forces as small as 0.1 µN. Thus, in
situ measurements using our shear cell require extremely
sensitive devices.
A. Uniaxial force measurement devices
Our FMDs operate by converting laterally-oriented
shear stresses into small but measurable deflections in
a system of cantilevers. Our uniaxial device consists of
a thin, horizontal plate suspended from a pair of par-
allel cantilevers oriented vertically, as shown in Fig. 3.
The entire device is machined from a single block of alu-
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FIG. 5. (a) Schematic representation of force measurement
device under shear (side view), showing exaggerated defor-
mation of the cantilevers and placement of the strain gauges.
Note that for this deformation pattern R1 and R4 experience
inward curvature, while R2 and R3 experience outward cur-
vature. (b) Wheatstone bridge circuit configuration.
minum. The silicon wafer forming the upper boundary
of the shear cell is anchored to the tip of the device.
Laterally-oriented shear stresses deflect the wafer hori-
zontally, creating a characteristic sigmoidal distortion in
the cantilevers, which is shown schematically in Fig. 5a.
The vertical deflection associated with these distortions
is negligible, ensuring that the alignment and spacing of
the shear cell boundaries are preserved under shear.
The deflection of the cantilevers tells us the force ex-
erted on the top plate. We measure this deflection in
the double cantilevers using a system of strain gauge re-
sistors, which are typically foil or semiconductor gauges.
The resistance of these strain gauges increases when the
strain gauge is stretched; the change in resistance is pro-
portional to the strain in the resistor. Two of these strain
gauges are placed on the outer surface of each cantilever,
as shown in Fig. 5a. When a cantilever is deflected, the
inward curvature of one of the strain gauges causes its re-
sistance to increase, while the outward curvature of the
other strain gauge causes its resistance to decrease.
Wiring all four strain gauges in a standard Wheatstone
bridge configuration provides a sensitive method for mea-
suring these changes51. This circuit, shown in Fig. 5b,
requires a excitation voltage V0 across the bridge in one
direction. For small changes in resistance and four strain
gauges of equal resistance R in equilibrium, the voltage
V1 measured across the bridge in the other direction has
the approximate form
V1 ≈ V0
4
(∆R1
R
− ∆R2
R
− ∆R3
R
+
∆R4
R
)
.
The circuit is wired so that all four gauges make com-
plementary contributions to the measured voltage V1. In
particular, for the distortion pattern shown schematically
in Fig. 5a, the two strain gauges colored cyan have the
same effect: both experience a positive ∆R and, by as-
signing these to positions 1 and 4 in the bridge circuit,
both make a positive contribution to V1. Likewise, the
two strain gauges colored magenta both experience a neg-
ative ∆R and, by assigning these to positions 2 and 3 in
the bridge circuit, both make positive contributions to V1
as well. Assuming a symmetric distortion pattern, these
contributions are all equal in magnitude, |∆Rj | = ∆R,
and the above equation reduces to
V1 ≈ V0∆R
R
. (2)
Thus by measuring the voltage V1 across the bridge, we
can determine the deflection of the strain gauges and thus
the deflection in the FMD. We amplify V1 using a Vishay
2310 signal conditioning amplifier with a gain of 104. To
avoid distortions in the output signal we refrain from any
filtering of the signal. This conversion of applied stresses
into measurable signals is summarized schematically in
Fig. 7, noting the experimental component or process
responsible for each step.
B. Uniaxial calibration and sensitivity measurements
As discussed above, we expect that the measured volt-
age V1 should vary linearly with the deflection of the
FMD. For small deflections, the FMD deflection is pro-
portional to the applied stress. Thus the output voltage
V1 should be proportional to the force on the FMD as
well. To characterize the response and the performance
of our force measurements, we conducted two types of
calibration: first, by applying a known force to the FMD
and measuring the output signal, and second, by mount-
ing the FMD on the shear cell and shearing a sample of
known viscosity.
We first calibrated the FMD by applying a known force
to it and measuring the output signal. We mounted
the FMD sideways, so its measurement axis is aligned
vertically instead of horizontally. Then, we hung small
weights from the end of the FMD and measured the volt-
age V1 across the Wheatstone bridge. The raw voltages
from the device were amplified using a signal conditioning
amplifier and logged digitally using LabVIEW. Flipping
the device over and repeating this procedure, we obtain
the voltage response V1 for forces applied in the opposite
direction. The data in both directions, with a range of
different weights varying from f = 10−2 to 101 N, are
plotted in Fig. 7. A linear fit to the data, with the slope
as the only free parameter, produces the line shown in
the Figure. Note that data obtained from both orienta-
tions of the device fall onto the same line. The slope of
this line, V1/f = 0.506 ± 0.002 V/N, provides a calibra-
tion factor with which we can convert measured voltages
into forces. By dividing the forces by the known area of
the silicon wafer, we can obtain the average stress on the
FMD in the direction of the measurement axis, defined
by the cantilevers. Thus our device provides quantitative
access to stresses in the sample. The rotation stage on
the upper mounting plate allows us to rotate the FMD
and to align its measurement axis with any desired in-
plane direction.
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FIG. 6. Data flow in our force measurement device. Shear flow in the sample exerts a stress on the end of the FMD, resulting
in a lateral deflection of the cantilevers. Curvature associated with this deflection changes the resistance of four strain gauges
mounted on the cantilevers. Using a Wheatstone bridge circuit, these resistance changes are converted to a change in voltage.
However, due to the small magnitude of the strains involved, we must amplify the corresponding voltage change by using a
signal conditioning amplifier. Finally, the amplified voltage is output to a computer using an analog-to-digital converter.
10−2 10−1 100 101
10−2
10−1
100
101
Force (N)
Vo
lta
ge
 (V
)
Force f ( )
Vo
lta
ge
 V
  (
V)
1
FIG. 7. Calibration data establishing that voltages obtained
from a uniaxial force measurement device are proportional to
lateral forces applied to the end of the device. Data obtained
for two opposite orientations (blue and red triangles) fall onto
the same line: the device is both linear and symmetric. The
slope of this line is 0.506 ± 0.002 V/N.
For steady uniaxial shear, the sensitivity of the device
is limited by noise in the measurement system. With
excitation voltages V0 on the order of 5V, our signal
conditioning amplifier introduces noise levels on the or-
der of a few mV. This makes shear forces of less than
roughly 10 mN difficult to measure precisely. For os-
cillatory shear, however, we can use Fourier analysis to
detect much smaller force signals buried in the noise. The
Fourier transform of the force signal shows a definite peak
at the oscillation frequency, which can be converted to a
force amplitude. This approach, which is the motivating
principle behind the lock-in amplifier, is limited by the
noise floor in the signal’s Fourier transform. This typi-
cally gives us access to force signal amplitudes as small as
20 µN, i.e., three orders of magnitude beyond the limit
associated with the noise floor in real space. Thus, oscil-
latory shear is especially useful for experiments in which
we expect very small forces.
To test the FMD using a sample with known viscosity,
we characterized the flow curve of glycerol. The results
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FIG. 8. Flow curve for glycerol obtained using our apparatus.
Six different data sets, taken at a range of gap heights and
strain amplitudes, collapse onto a common line of slope η =
1.28±0.07 Pa·s. This value falls within the range of accepted
values for the viscosity of glycerol.
are shown in Fig. 8. A small quantity of fluorescein is
mixed into the glycerol, enabling us to use the confo-
cal microscope to measure the gap heights. For each of
three different heights, we sweep through a range of fre-
quencies between 0.05 Hz and 100 Hz for two different
strain amplitudes γ0 and measure the force amplitude
using Fourier analysis. The sample is allowed to equili-
brate with the air environment inside the solvent trap for
30 minutes before beginning shear. Plotting stress ampli-
tude versus strain rate amplitude, the data collapses onto
the straight line shown in Fig. 8. The slope of this line ob-
tained from a least squares fit to the data, η = 1.28±0.07
Pa·s, agrees with accepted viscosity values obtained un-
der similar temperature and humidity conditions. The
scatter at the base of the curve reflects a combination of
noise in the spectrum and finite resolution of our data
acquisition board.
Careful consideration of the conversion process sum-
marized in Fig. 6 helps us better understand which as-
pects of our design most severely limit the sensitivity of
the device. Cantilever design is clearly an important fac-
tor, for example. Using finite element calculations and
8Euler-Bernoulli beam theory, we confirm that under ap-
plied shear stresses both of the cantilevers in our device
assume the characteristic curved shape shown schemat-
ically in Fig. 5a. For the weakest stresses resolved in
in Fig. 8, however, the tip deflection turns out to be
extremely small, i.e., less than the lattice constant of
aluminum. At these stress levels, the resulting resistance
changes in the four strain gauges are also quite small and
subsequent amplification by the Wheatstone bridge cir-
cuit and signal conditioning amplifier produces a signal
which is buried in the noise. As emphasized above, how-
ever, Fourier techniques can be used when dealing with
oscillatory shear flows and these techniques extend the
device’s sensitivity considerably. Even for an oscillating
shear stress amplitude of only 3 Pa, there is an unam-
biguous peak at the oscillation frequency in the measured
signal’s Fourier spectrum. Thus the noise floor is not the
strongest limitation. Moreover, additional gain amplifies
both the signal peak and the noise, without improving
their ratio. Therefore, additional amplification will not
increase our sensitivity either. Likewise, the finite bit
depth of the analog-to-digital conversion process is not a
major limitation when smaller signals are expected and
the range of the data acquisition card is adjusted accord-
ingly. Apart from the noise floor in the Fourier spectrum,
cantilever and strain gauge design emerge as the most
significant factors limiting sensitivity.
In summary, our current uniaxial device is capable of
resolving surprisingly small deflections and is sufficient
for rheological studies like those described in the Appli-
cations section. Access to even smaller shear stresses,
however, requires thinner cantilevers and more sensitive
strain gauges. These insights motivated the design of our
biaxial force measurement devices, described in the next
section.
C. Biaxial force measurement devices
To construct a biaxial Force Measurement Device, our
design combines two independently functioning uniaxial
FMDs. However, combining the two FMDs into one de-
vice introduces two new major design challenges. The
first challenge is to combine the FMDs in a geometry
that can measure the same region of the sample, while
still fitting into the sample testing chamber. Moreover,
the implementation of this design geometry must not de-
crease the sensitivity of either axis of the FMD. The sec-
ond major design challenge is to eliminate the coupling
between the signals from the two different axes. For in-
stance, while the sample is being sheared along one axis,
the other axis of the FMD should have zero signal output.
We thus place the second FMD in series with (i.e., ver-
tically on top of) the first, orienting the uniaxial FMDs
at 90◦ relative to each other as shown in Fig. 10. By in-
cluding a solid block between the two, the boundaries of
each cantilever remain clamped, as in the uniaxial version
of our FMD. When a shear force is applied on the biaxial
FMD, the identical boundary conditions ensure that the
mechanical response of the double cantilevers is the same
as that of the uniaxial device. The vertical arrangement
of the uniaxial FMD designs allows the force measure-
ments to be taken at the same location in the sample.
Moreover, since the biaxial and uniaxial FMDs’ widths
do not differ, the new biaxial FMD still fits into the sam-
ple testing chamber. Some major numerical quantities
on the biaxial FMD physical dimensions are provided in
Fig. 9.
To convert the deflection of the cantilevers into an elec-
trical signal, we mount eight strain gauges – four for
each of the two axes – on the biaxial FMD. For ease
of mounting, we place all the strain gauges on one side
of the cantilever; our symmetric design ensures that this
single-sided arrangement does not cause a decrease in the
FMD’s performance. We then wire these strain gauges
into two independent Wheatstone bridges, one for each
axis. The wiring for each axis is the same as the wiring for
the uniaxial FMD. To minimize the number of wires we
let the two Wheatstone bridges share the same excitation
voltage V0. The signal voltages, V1x and V1z, are then
passed via one digital acquisition card to a computer. By
using two separate Wheatstone bridges, we can convert
the stress response along each axis of the FMD into a
separate electrical signal.
In general, a force on the bottom plate will deflect
both the upper and lower sets of cantilevers in our biax-
ial FMD. The cantilevers are thin rectangular plates, and
deflect most easily along the thin axis. However, exert-
ing a force along the thick axis – orthogonal to the thin
axis – will still deflect the cantilever parallel to the force,
albeit by a much smaller amount. The ratio of these
two deflections will be the quotient of the corresponding
bending moments. The bending moments along the thin
and thick axes are ∝ h3b and ∝ b3h, respectively52. Thus
their quotient is the square of the cantilever aspect ratio,
(h/b)2. To minimize the mechanical coupling between
the FMD’s two axes, we design the cantilever with the
smallest possible value of h/b. For our design, the ratio
of the bending moments Ix/Iz = (h/b)
2 = 2.5 × 10−3,
where h= 0.5 mm and b= 10 mm. Thus our design has
an extremely small coupling. To understand the cou-
pling in more detail, we performed a finite element anal-
ysis, displayed in Fig. 10. As expected, we find a small
but nonzero mechanical coupling between the two sets
of cantilevers. While our design significantly reduces the
mechanical coupling between the axes, the coupling is
still nonzero and must be accounted for.
There is a secondary source of coupling in the FMD,
due to the electronic data acquisition and signal amplifi-
cation circuits. If the signal amplifier impedance is high
(e.g., resulting from a low-pass electronic filter), the re-
sponse time of the digital acquisition card can be dra-
matically increased. Thus, when the digital acquisition
card switches from reading out one axis to the other,
the residual signal from the previous measurement dom-
inates the new measurement. These residuals cause an
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FIG. 9. Schematics representation showing major dimensions
of the biaxial force measurement device from (a) side (b) back
and (c) top views. The dimensions of the cantilevers and foil
gauges (red box in (a)) are labeled in (d).
additional electronic coupling between the two force mea-
surement axes53. To avoid this issue, we use two separate
signal amplifiers with extremely low impedance and avoid
filtering the signal. As with the single axis FMD post-
processing of data from an oscillatory force measurements
via Fourier transforms can further enhance the measure-
ment sensitivity.
Finally, an additional source of apparent coupling can
arise due to misalignment between the FMD’s and the
piezo’s axes. If the force measurement axes are mis-
aligned with the displacement axes, then a motion which
is intended to be along one axis of the FMD will actually
have components along both of the FMD’s axes. This will
result in an apparent force perpendicular to the applied
flow.
D. Biaxial calibration and sensitivity measurements
We first calibrate the alignment of the FMD’s axes,
relative to the piezo’s axes. To do this, we mount the
biaxial FMD on the shear apparatus via a rotation stage.
We then apply a uniaxial shear flow and finely adjust
the angle of the rotation stage, maximizing the signal in
one channel and minimizing the signal in the other. We
double-check the alignment by switching the direction of
the applied flow by 90◦. When the force measurement
orthogonal to the shear flow is minimized for both flow
orientations, then the biaxial FMD is aligned.
To experimentally determine the coupling between
Max
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y
z
a) b)
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0
0.4 Max
0.6 Max
0.8 Max
0.2 Max
FIG. 10. Finite element analysis of the biaxial force mea-
surement device with forces (a) perfectly aligned along the
bottom cantilever’s axis, and (b) at 45◦ to both cantilevers’
axes. The color bar illustrates the value of equivalent strain,
which is the magnitude of the stain tensor. As the shear
force is applied along the x-axis, most of the strain is focused
around the strain gauge area of the x-channel (a). Likewise,
as the force is applied along both x-axis and z-axis simulta-
neously, the gauges of both channels sense large strain at the
same time. (b)
the FMD’s axes, we performed force measurements
on a sheared standard-viscosity liquid (VIS-RT5K-600,
Paragon Scientific). Since the fluid viscosity is known,
the stress on the FMD is known for a given shear rate.
By varying the strain amplitude at a fixed shear oscilla-
tion frequency f = 10 Hz, we measured the performance
of the FMD over six orders of magnitude in stress, rang-
ing from 1× 10−3 to 2× 103 Pa. Figure 11 shows the re-
sulting shear stress versus FMD output voltage, for shear
flows oriented along both the x-axis (a) and z-axis (b) of
the biaxial FMD. While there is little signal along the
z-axis when the flow is along x (Fig. 11a), we do find a
measurable force signal along the x-direction when the
flow is strictly along z (Fig. 11b). The calibration shows
that this xz-coupling is around ∼ 1%. Since we reduce
the thickness of the cantilevers by factor of three in the
design of biaxial FMD, the stress resolution of this new
device is approximately ten times higher than the previ-
ous uniaxial design.
What is the source of this coupling? Our signal ampli-
fication and digital acquisition circuit designs have elim-
inated the possibility of electronic coupling between the
two axes. Figure 11a shows that the system has been
aligned as best as possible; thus this coupling cannot
result from the misalignment of the FMD with respect
to the piezoelectric stage. A clue to the origins of the
residual coupling lies in the fact that the zx-coupling is
zero while the xz-coupling is finite. This implies that the
coupling matrix is not symmetric, and therefore that its
principle axes are not orthogonal. Thus, we speculate
that the residual coupling arises from imperfect installa-
tion of the strain gauges. Any asymmetry in the strain
gauge installation will couple with the cantilever’s trans-
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FIG. 11. The shear stress calibration with shear cell ex-
periment and hanging weight method for x-axis (a) and z-
axis (b). The orange data represent the response of the axis
that is along the shear direction, and the green data rep-
resent the response of another axis. The blue data are the
voltage response measured with the hanging weight method.
The red curves are the linear fit to the data. The schemat-
ics of the strained force measurement device are generated
by the finite element analysis. [N. Lin et al., Soft Matter,
DOI:10.1039/C3SM52880D]54 – Reproduced by permission of
The Royal Society of Chemistry
verse mechanical deflection. In practice this results in
a residual coupling and a non-symmetric coupling ma-
trix. It is a testament to the quality of the strain gauge
installation that the coupling is only at the 1% level.
Although the coupling between the two axes of the
FMD is extremely small, ideally we would like to avoid
it altogether. To further eliminate the coupling, we can
proceed in two ways. First, we can use the coupling ma-
trix’s inverse to convert the measured voltage signal into
actual forces. Alternatively, we can apply shear flows
in two orthogonal directions with different frequencies.
Then, Fourier analysis can be used to pick up the re-
sponse only at the applied frequencies. This allows for
easy disentanglement of the stress responses from the dif-
ferent applied flows.
Shearing the viscosity standard liquid also provides us
with measurements of the FMD’s sensitivity. The data
in Fig. 11 demonstrate that both channels of the biaxial
FMD have similar force sensitivity and response. The
voltage signals respond linearly with the applied stress
over the entire measured range. The biaxial FMD is sen-
sitive to stresses down to ≈ 0.1 Pa, at which point noise
starts to dominate the signal. At force values higher
than the range accessible with the viscosity standard
liquid, we verify the calibration by hanging weights off
the FMD. We find that the viscosity standard calibra-
tion and the hanging weight calibration are in excellent
agreement over the overlapping range. Thus the FMD is
linear and accurate over at least four decades in applied
stress. Moreover, our FMD was also tested during the
strain gauge installation and was shown to behave lin-
early with the same constant we measure for forces up to
15 N. This force would correspond to 6× 105 Pa. Thus,
our FMD functions linearly and accurately over a range
of more than six decades.
IV. VISUALIZATION AND FLOW
CHARACTERIZATION
For over a decade, confocal microscopy has been rec-
ognized as ideally suited to the quantitative study of soft
materials55–58. Our central purpose in designing a shear
apparatus and force measurement device is to use them
in conjunction with a high-speed confocal microscope.
This allows us to correlate the real-time evolution of the
sample’s three-dimensional microscopic structure with its
rheology and mechanical response. In particular, much
of our work involves studying colloidal suspensions un-
der shear. However, special care must be exercised to
usefully implement confocal microscopy in conjunction
with our shear apparatus and FMD. First, to study col-
loidal suspensions, we must choose a suspension that al-
lows for imaging with a confocal microscope and that
provides strong stress signals for the FMD. Second, con-
focal images are always partially distorted due to the
confocal’s optics. To accurately resolve the sample’s mi-
crostructure, then, we must understand this distortion
and account for it if necessary. Finally, to quantitatively
measure the sample microstructure and its dynamics, the
confocal image data must be characterized with compu-
tational image analysis methods. After discussing the de-
tails of these three issues, we illustrate the performance
of our shear apparatus in conjunction with confocal mi-
croscopy by examining the possibility of wall-slip and
non-affine motion in a colloidal suspension, both of which
are difficult to check in a conventional rheometer.
A. Choosing a suspension for rheoscopic measurements:
index and density matching
Our shear apparatus is designed to mount onto the
stage of a confocal microscope (Zeiss LSM 5 Live in-
verted confocal microscope). The basic principles of the
technique are described in detail elsewhere59. In short,
a confocal uses a pinhole to control optical sectioning
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of a fluorescent sample. Focusing light of the appropri-
ate wavelength at one point in the sample causes the
sample to fluoresce. The pinhole is placed at a focal
point conjugate to the illuminated point, which blocks
all out-of-focus light from reaching the detector. Thus,
in principle, only a single point is imaged at a time. Scan-
ning this point throughout the sample provides a three-
dimensional map of sample regions containing fluores-
cence dye. To speed up data acquisition the Zeiss LSM
5 Live instrument scans an entire line at once, instead of
a point, but the basic principles remain the same.
Since confocal microscopy relies on fluorescence rather
than transmitted or reflected light, either the particles
or the solvent must be dyed. If the particles are dyed,
confocal images show bright spots on a dark background,
whereas if the solvent is dyed instead, the spaces occu-
pied by the particles appear dark and the background
bright. As long as the refractive index of the solvent
closely matches that of the particles, the interior struc-
ture of even dense suspensions can be mapped with pre-
cision. However, if the particles’ refractive index differs
from the solvent, then due to Mie scattering the parti-
cles will scatter the illuminating light, in turn creating
a turbid sample and severely degrading the image qual-
ity. This requirement of matched particle-solvent refrac-
tive indices strongly constrains one’s choices when se-
lecting a suspension for quantitative experiments using
confocal microscopy. One of the most popular choices is
poly-(methyl methacrylate) (PMMA) spheres suspended
in a mixture of hydrocarbons such as decalin (decahy-
dronaphthalene) and bromocyclohexane (CXB). PMMA
spheres can be synthesized, stabilized, and dyed using
standardized recipes60–62. Hydrocarbon solvent mixtures
can be designed to nearly match both the density and
the refractive index of the PMMA spheres. Moreover,
PMMA suspensions provide an excellent approximation
of hard-sphere interaction dynamics61,63.
For stress measurements, however, one also requires
the solvent viscosity to be high enough to produce mea-
surable stresses. The calibration curves shown in Section
III suggest that, despite the sensitivity of the double can-
tilever design, it is difficult to access shear stresses below
roughly 1 Pa using our apparatus. Thus, shear rates on
the order of 103 s−1 are needed to produce measurable
stresses when the suspension viscosity is similar to that
of water, e.g., on the order of a few mPa·s. At low and
intermediate volume fractions many suspensions, includ-
ing the PMMA standard described above, have viscosities
close to this range. Thus a more viscous solvent-particle
system is therefore required if our rheoscopic experiments
are to explore broad ranges of shear rates.
Silica particles suspended in glycerol and water pro-
vides a useful alternative to PMMA suspensions. A
roughly 4:1 mixture of glycerol and water can match the
refractive index of silica. Moreover, this mixture has a
viscosity of 60 mPa · s, nearly two orders of magnitude
larger than that of water and many oils, including de-
calin, tetralin, and CXB. This silica-based suspension
makes it possible to obtain measurable stresses across
many orders of magnitude in shear rate using our appa-
ratus. The silica particles are not density matched with
the solvent, however, and thus sedimentation effects need
to be considered. The gravitational Pe´clet number,
Peg =
aU
D
,
provides a comparison between sedimentation and
diffusion64,65. Here, the diffusion constant D for a sphere
is given by the Stokes-Einstein relation,
D =
kT
6piaη
,
where a is the sphere radius and η is the viscosity of the
surrounding fluid. The sedimentation velocity U for a
falling sphere is set by a balance between gravity, buoy-
ancy, and drag:
U =
2(ρ− ρf )a2g
9η
,
where ρ and ρf are, respectively, the densities of the
sphere and the surrounding fluid. Combining these ex-
pressions, we find that 1.0 µm diameter silica spheres
in an index-matching suspension of glycerol and water
have a Peg ≈ 0.5. Although the effect of sedimenta-
tion on our system is not negligible, we observe consider-
able shear-induced viscous resuspension of our colloidal
particles66. Furthermore, since the gravitational Pe´clet
number Peg ∝ a4, its value quickly reduces to∼ 0.1 when
particles that have a slightly smaller diameter 2a = 0.7
µm are used. Thus, the micron-sized silica-based suspen-
sions are fairly well-suited to rheoscopic measurements.
B. Quantifying the confocal’s optical response
Before using our confocal microscopes to analyze the
suspension’s microstructure and rheology, we must first
explore the limitations and responses of our confocal mi-
croscope. Fig. 12 shows vertical xy slices through three-
dimensional images of one of our silica-based suspensions,
obtained for gap heights of 3.1 µm, 10.1 µm, and 27.4 µm.
The dark dots are 1µm silica colloidal spheres and the
bright background is the glycerol-water solvent contain-
ing fluorescein sodium salt. The black regions at the top
and bottom of each slice represent regions where the fo-
cal plane is chosen beyond the upper or lower boundaries
of the shear cell, i.e., outside the sample volume. These
slices clearly showcase the instrument’s ability to create
highly confined samples with upper and lower bound-
aries that can be brought within a few particle diameters
of one another. Two imaging artifacts are conspicuous
in Fig. 12, however. First, the spherical particles appear
to be stretched along the y-direction. Second, the image
quality noticeably worsens deeper into the sample. Care-
ful consideration of these effects is important, especially
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FIG. 12. Images of quiescent colloidal silica suspensions at
different gap sizes (a-c). The flow-gradient cross-section is
shown (gravity points down in the figure). The dyed solvent
appears bright in the image. Since the dye does not penetrate
the silica spheres, they appear dark. The glass plate (bottom
of cross-sections) and the silicon wafer (top of cross-sections)
appear as the dark horizontal regions. Our shear cell allows
us to tune the gap size from 3.1 µm (a) to explore strongly
confined systems, to 10.1 or 27.4 µm (b,c) to explore systems
that approach bulk suspensions. However, as is visible in (c),
poor image quality and significant aberrations appear when
imaging deep into the sample, due to inherent limitations in
confocal optical imaging67.
for experiments requiring analysis of scans taken at dif-
ferent depths in the sample. Note that in the microscopy
literature what we call the y-axis is often referred to as
the optical z-axis.
The imaging artifacts visible in Fig. 12 arise from
two separate issues. First, due to mechanical and soft-
ware limitations, the actual y-direction step size differs
from its nominal value. Second, as shown in the previ-
ous works57,67, there are inherent imaging distortions in
confocal microscopy, especially if there is an index mis-
match between the sample and the microscope lens. The
mismatch between the sample and optics is significantly
worse for silica in glycerol and water than for PMMA
suspensions. These issues have two major consequences.
First, the center of the microscope’s point-spread func-
tion, or the confocal’s imaging response to a point source,
does not move with the lens but instead lags behind. This
lagging results in an apparent volumetric pixel (voxel)
height that is less than would be expected from the mo-
tion of the lens. Second, the confocal’s point-spread func-
tion in the y-direction significantly worsens as images are
taken deeper into the sample. Without correcting for
these biases, one cannot be confident about particle po-
sitions in the y-direction. In addition, the anisotropy in
the point spread function and an incorrect y-positioning
will make a spherical particle appear stretched and can
affect featuring of non-spherical particles.
We calibrated the distortion in the y-direction using
two independent methods. Following Ref. 67, we first
made a sample cell consisting of two pieces of glass in
a wedge configuration. One half was filled lengthwise
with a mixture of 80:20 water glycerol with fluorescein
dye added (used for experiments with silica particles),
and the other half with immersion oil with Nile Red dye
added. Since the immersion oil has the same index of
refraction as the coverslip and the microscope lens, there
is minimal optical distortion in the immersion oil region.
We took three-dimensional images of the entire gap in
each section simultaneously and found the apparent top
and bottom of the sample cell in each region. Due to ef-
fects of index mismatch, there appears to be a “jump” in
height across the oil/water interface67, cf. Fig. 13a & b.
The difference in heights gives the effect of y-distortion
due to the index mismatch alone. Moreover, by taking
slow image stacks with high slice fidelity, we measured
systematic differences between the confocal’s scanning
stage nominal step size at fast frame rates and the actual
y-displacement of the lens. By combining the effects of
optical distortion and incorrect mechanical step size, we
find that when the confocal is programmed to use 0.2 µm
step sizes, the final apparent step size is only 0.166(5) µm
in a water-glycerol solvent, or ≈83% of the input value.
Of this, the optical distortion causes a ≈ 8% decrease in
the voxel Y -size, and the incorrect mechanical step size
causes a ≈ 10% decrease in the voxel size.
Our second method for measuring optical distor-
tion consisted of using large beads. We obtained
highly monodisperse 20.85 ±0.04 µm and 30.39±0.05
µm polystyrene spheres from Bangs Laboratories (NIST-
traceable grade). For each sphere size, we made a dilute
suspension of these spheres in the same 80:20 glycerol-
water mixture used for imaging silica spheres, and we
mounted this suspension on a microscope sample slide.
Since polystyrene is slightly buoyant in the water-glycerol
mixture, we placed the coverslip directly onto the sam-
ple to keep the polystyrene particles near the interface.
We then repeatedly imaged the bottom halves of sev-
eral spheres. From these images, we used an image edge
finding technique to find the radius ρ of the sphere as a
function of the apparent y height. Any distortion or in-
correct mechanical step sizes will stretch the image along
the y-direction, making the spherical particle appear as
an ellipsoid of revolution. We then fit ρ(y) to an ellipse
and extracted the semimajor and semiminor axes of the
ellipse. From the ratio of the semimajor to semiminor
axes and the known xz-pixel value, we can calculate the
apparent y-pixel value. This method allows us to include
effects from both incorrect y-positioning of the confo-
cal and from index mismatch of the solvent in one mea-
surement. We repeated this measurement with multiple
spheres at each of the two different sphere sizes. From
these images, we measure the apparent y-pixel ratio to be
0.169(3) µm with an input 0.2 µm y-step size. Through
a simple rescaling of the positions along the gradient di-
rection, these calibrations allow us to accurately measure
both the gap size of our shear cell – crucial for knowing
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the applied shear rate – and the microstructure of the
colloidal suspension.
Calibrating the effects of the confocal’s point-spread
function (PSF) is more difficult. Hell67 has shown that
the PSF varies with the optical depth into the sample,
and that the PSF changes significantly for samples of dif-
ferent refractive indices. Rather than measuring the full
PSF in a different medium than our sample68, we opted
to measure an xz-averaged PSF in the same medium as
our sample. To do this, we approximated the PSF as
translationally invariant near the cover slip. We then im-
aged a flat interface between a glass slide and the same
fluorescein-dyed glycerol-water solution used in our ex-
periments. The resulting image can be expressed as
I(x, y, z) ∝ ∫∞−∞H(y − y′)p(x′, y′, z′)dx′dy′dz′ (3)
∝ ∫∞−∞H(y − y′)p˜(y′)dy′
where p(x, y, z) is the confocal’s point-spread function,
and p˜ is the xz−averaged PSF. H(y), the Heaviside step
function, describes the true intensity profile near the in-
terface. Taking a derivative in y recovers p˜(y), the xz-
averaged PSF. This formulation has the additional ad-
vantage of averaging over a large field of view to reduce
noise in the PSF. To increase our accuracy in the mea-
surement of the PSF, we averaged our measurements over
600 images. By setting the location of the interface as the
value of y such that the measured intensity reaches a fixed
fraction of its maximum, we can account for variations in
the confocal’s y-positioning. The resulting xz-averaged
PSF is shown in Fig. 14. Moreover, Fig. 14 also displays
the measured PSF when the confocal’s optics are poorly
aligned. We find that the PSF is significantly worse in
this case, as mentioned in previous work68. Therefore,
proper optical alignment is critical for precision measure-
14
ments.
C. Quantifying suspension structure and dynamics with
confocal microscopy
The confocal microscope’s three-dimensional scanning
ability allows us to check the entire shear zone for dust,
bubbles, silicon wafer fragments, and other sample con-
taminants before beginning an experiment. Under shear,
we typically observe uniform behavior throughout the
sample but often use only the central region of the cell
for quantitative measurements. Our Zeiss LSM 5 Live
instrument captures a single 512-pixel row of data at a
time. This line, which is oriented in the x-direction, is
scanned in the z-direction to complete a full 512 pixel
× 512 pixel image. For a 100× microscope objective,
this corresponds to a 61.4 µm × 61.4 µm sample slice
oriented parallel to the cell boundaries, i.e., parallel to
the velocity-vorticity plane. At this resolution, a maxi-
mum of 60 frames per second can be collected at a fixed
height y. When the field of view is reduced to 512 pix-
els × 128 pixels, the maximum frame rate increases to
216 frames per second. Frames can be collected at differ-
ent heights to probe three-dimensional structure. Using
standard center-finding algorithms, particle positions can
be estimated to sub-pixel accuracy69. These particles po-
sitions can be used to calculate a number of important
physical quantities, including flow profiles and correlation
functions, as discussed below and elsewhere58,69.
Strictly speaking, confocal microscopy does not pro-
vide an instantaneous snapshot of particle positions in
the imaging plane. Data is collected from different parts
of the sample at slightly different times. For static sam-
ples, this has little quantitative impact. For suspensions
under shear, however, the sample is moving while being
scanned and the detector may record distortions associ-
ated with these motions. At the maximum frame rate,
the instrument can scan across a 512 pixel × 512 frame
in roughly 0.01 seconds, i.e., at a scan speed on the order
of 6000 µm/s. As a comparison, the maximum velocity
vmax of a colloidal particle subjected to sinusoidal shear
is given by vmax = 2pifA, where A is the displacement
amplitude and f is the oscillation frequency. Using the
amplitude A ≈ 22 µm, we find that vmax is much smaller
than 6000 µm/s for oscillation frequencies on the order of
a few Hz or less. In a sample with a gap height of 5 µm,
for example, shear rates of up to 100 can be reached with
these frequencies. Thus, for slow to moderate shear flows
in narrow gap samples, the instrument can be regarded as
imaging particle configurations in two dimensions nearly
instantaneously. This range includes, for example, the
entire shear thinning regime and much of the Newtonian
plateau probed in Ref.47.
As an illustration of the usefulness of this approach
for direct visualization of suspension dynamics, Fig. 15
compares two-dimensional particle motions observed un-
der different shear conditions. The particles are tracked
individually using standard techniques58,69. Imposing os-
cillatory shear flow in the x-direction, we see that particle
trajectories are horizontal on average (Fig. 15a). A close
up view of a single particle trajectory is shown in Fig.15c.
The fluctuations, which are due to Brownian motion, are
dominated by the imposed flow when the shear rate is
much larger than a characteristic relaxation rate. A cir-
cular shear flow can be generated by imposing oscillatory
shear flows along x-axis and z-axes simultaneously with
a phase difference of pi/2. This generates circular par-
ticle trajectories like those shown in Fig. 15b. A close
up view of one of these trajectories is shown in Fig. 15d.
In other situations, real-time access to particle-scale dy-
namics is useful in other ways. In crystalline samples,
for example, point and line defects can be tracked along
with individual particles.
Due to the symmetries of shear flow between parallel
plates, all colloidal particles at the same height move with
the same velocity on average. Moreover, these coarse-
grained velocities are parallel to the microscope’s hori-
zontal imaging plane. Thus, the bulk velocity field can
be extracted by averaging over different in-frame velocity
measurements. In practice, for simple oscillatory shear
flows, we image a 512 pixel × 512 pixel window and
subdivide it into 31 different overlapping windows, each
at 512 × 32 pixels. Using particle imaging velocimetry
(PIV) in each window, we then average over all 31 over-
lapping windows to find the mean oscillation amplitude
and speed of the full 512 × 512 pixel frame. Repeating
this procedure at a series of different heights y builds up
an estimate of the flow profile. Fig. 16 shows profiles ob-
tained for oscillatory shear at a range of different shear
rates γ˙0. The profiles collapse when normalized by γ˙0 or,
equivalently, by the maximum displacement imposed by
the piezoelectric device. The lack of inertial effects in our
strongly confined samples (Reynolds number Re ∼ 10−6)
ensures that the instantaneous particle velocities give the
instantaneous flow field. Moreover, our samples are ho-
mogeneous apart from slight sedimentation. We do not
observe shear banding in low to intermediate volume frac-
tion suspensions, as one can see in the linear profiles of
Fig. 16. Together, these properties ensure that the entire
sample oscillates in phase to an excellent approximation.
Thus, the amplitudes calculated using PIV are indeed a
portrait of the instantaneous bulk flow.
For sufficiently fast shear, the in-plane structure is dis-
torted by the finite lateral scan-rate. Since this distortion
is linear with y position, simply shifting different lines
backwards by different amounts is sufficient to correct
the distortion. To obtain an estimate of the instanta-
neous structure in three dimensions, the vertical scan rate
must be taken into account as well. For a reduced field of
view of 512 pixels × 128 pixels, the maximum scan rate
in the y-direction is roughly 31 µm/s. For a gap size of 5
µm, then, it takes roughly 0.16 seconds to complete a full
stack of images from the bottom boundary of the sample
to the top. Under these conditions, a three-dimensional
scan is essentially equivalent to an instantaneous snap-
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FIG. 15. Particle trajectories under linearly polarized (a) and circularly polarized (b) shear, color coded in time over one
shear cycle. Particle positions at the start of the cycle are shown in gray filled circles. By tracking individual particles we can
not only find the collective motion of the suspension but we can also examine individual particle trajectories. (c,d) A close-up
view of the tracked trajectories from (a) and (b), respectively. The trajectories clearly show both the shear-induced motion of
the particle as well as a random Brownian component.
0 4 8 12
height (  m)
0
0.2
0.4
0.6
0.8
1
     0.016
     0.033
     0.258
     0.344
     0.691
     1.733
γ
γ
0
b 0/
µ
0 4 8 12
height (  m)
0
5
10
15
20
25
 ( 
 m
)
     0.016
     0.033
     0.258
     0.344
     0.691
     1.733
γ 0
µ
µ
b)a)
γ0=b
γ0=bγ0=b
γ0=bγ0=bγ0=b
γ0=b
γ0=bγ0=b
γ0=bγ0=bγ0=b
Sc
al
ed
 s
tr
ai
n 
am
pl
itu
de
 
St
ra
in 
am
pli
tu
de
  γ
  (
µm
)
0
/γ 0
γ 0b
H ht y (µ H ht y (µ
FIG. 16. (a) Average particle displacement amplitude as a
function of height, for six different strain amplitudes ranging
from γ = 0.016 (red squares) to γ = 1.733 (magenta dia-
monds), with an intermediate volume fraction φ = 0.48. All
the profiles are linear, and show no shear banding or wall
slip. (b) The average particle displacement from (a), normal-
ized to the maximal displacement γbottom0 which is observed
at the bottom of the shear cell. The curves fall on a constant
line, as expected for a simple shear flow.
shot of the suspension structure only for slow oscillation
frequencies of 20-30 mHz or less. For larger frequencies,
however, there will be a noticeable mismatch between
adjacent image slices, due to the finite vertical scanning
speed of the confocal. This distortion can be corrected by
linearly shifting the vertical image slices using the PIV
data, similar to the method for fixing distortions from the
lateral scan rate. A three-dimensional correction scheme
is not necessary for flow profiling, since individual frames
can be scanned one by one and their contributions to the
profile are independent. The ability to correct distortions
in three-dimensions is critical, however, for a statistical
analysis of suspension structure. In particular, a three-
dimensional map of particle positions provides access to
the pair correlation function, g(~r), the probability of find-
ing a particle at a position ~r relative to another particle’s
center. As discussed in the next section, g(~r) provides
useful information concerning the relationship between
suspension microstructure and bulk rheology.
V. APPLICATIONS
In the previous sections, we have demonstrated that
our confocal rheoscope accurately measures the struc-
tural and stress responses of a complex fluid in a
precisely-controlled shear flow. Similar to other confo-
cal rheometers23,25,29–33,35–44 this instrument allows us
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to investigate the interplay between a suspension’s struc-
ture and its rheology. However, our device also allows for
biaxial rheological measurements and the study of con-
fined systems. For example, using this device we have
studied shear thinning and thickening of suspensions, the
interplay between novel string structures and rheology in
confined suspensions, and the rotational as well as trans-
lational diffusion of anisotropic particles. Moreover, our
device can easily incorporate additional instrumentation
or be combined with other imaging techniques such as
polarization microscopy to enable and even wider range
of studies.
A. Shear thinning and thickening of colloidal suspensions
One generic flow behavior of complex fluids is shear
thinning or thickening – the viscosity either decreasing
or increasing, respectively, with increasing shear rate6,70.
Colloidal suspensions show both shear thinning and shear
thickening behavior. The structural origins of these be-
haviors have been extensively studied with Stokesian
dynamics simulations71,72 and more recently with ex-
periments combining rheometry with light- or neutron-
scattering73. Stokesian dynamics simulations can probe
single particle dynamics with unprecedented accuracy in
small systems of typically ∼103 particles, given the cur-
rent limits on computational power. The scattering tech-
niques, on the other hand, measure average behavior of
systems consisting of a very large number (∼109) of par-
ticles. The huge gap in system size between these two
regimes demands a new bridging technique, which can
assess not only the average properties of a suspension,
such as its viscosity and normal stress differences, but
also the dynamics of individual particles. Using the uni-
axial version of this confocal rheoscope we studied the
non-Newtonian rheology of suspensions47. In a typical
experiment, our system consisted of 107 to 108 particles
between two shear plates, which allowed us to obtain ac-
curate average behavior of sheared suspensions. Mean-
while, with the help of fast confocal microscopy, we re-
solved the motion of single particles over a long period of
time. Statistical errors were reduced significantly by av-
eraging over the ∼104 particles within the imaging field
of view.
Using our confocal rheoscope, we investigated the con-
figuration of particles under oscillatory shear in the shear
thinning regime (around Pes ≡ γ˙d2/Ds ∼ 1, where γ˙ is
the shear rate, d = 2a the particle diameter, andDs is the
particle self-diffusion constant)74. Using the real-time
particle positions measured by our confocal microscope,
we examined the pair correlation function of particles in
the plane of shear, g(x, y), under a full cycle of oscilla-
tory shear. The fore-and-aft asymmetry developed near
the maximum shear rate within the cycle is consistent
with previous theories and experiments for suspensions
under steady shear flow34,75–77. The temporal resolution
of high-speed confocal microscopy allows us to track the
configurations of particles in situ. We can further relate
the pair correlation function g(~r) to the Brownian stress
by75:
τB ≈ −n2kBTa
∫
r=2a
rˆrˆg(~r)dS (4)
where n is the number density of particles, kBT is the
thermal energy, a is the particle radius, and rˆ is the unit
vector in r-direction. Due to resolution limitations in
the experiments the integral is evaluated over a small
range of radii centered at r = 2a and a prefactor is intro-
duced to compensate for the adjusted integral range in
the stress calculation. The total stress can then be cal-
culated by adding the hydrodynamic stress to the Brow-
nian stress47. Comparison between the total calculated
stress determined from the particle positions and the di-
rect measurement with our Force Measurement Device
show quantitative agreement.
Furthermore, we also probed the linear viscoelastic be-
havior of the Brownian stress under oscillatory shear. We
fit the real and imaginary parts of the complex Brownian
viscosity, as calculated from Brownian stress (Eq. 4), to
a linear viscoelastic response47. Fitting these curves in-
dicates a relaxation time on order of 30 s, consistent with
the Brownian diffusion time-scale of a dilute suspension.
More recently, we also investigated the large amplitude
oscillatory shear response of suspensions78. By varying
the shear amplitude and frequency separately, large am-
plitude oscillatory shear is able to disentangle the under-
lying dynamics that are usually convolved in far-from-
equilibrium systems. In contrast to the response in the
linear regime, the suspension structure response under
large amplitude oscillatory shear demonstrates a nonlin-
ear saturation that arises from shear-induced advection.
We also showed that in spite of the distinct underlying
mechanisms giving rise to the linear and nonlinear re-
sponses, all data can be scaled onto a master curve that
links small-amplitude oscillatory shear with continuous
shear78.
Finally, we also studied the configurations of particles
for large Pe >∼ 4,000 in the weak shear thickening regime.
Reconstructed images show that the suspended particles
form a clustered structure47. This structure is prefer-
entially aligned along the compression axis of the shear.
The result is consistent with the prediction on the emer-
gence of hydro-clusters during shear thickening5,79,80.
Future investigations of hydro-cluster dynamics should
elucidate the mechanisms linking hydro-cluster formation
and interactions with shear thickening.
B. String structure of confined colloidal suspensions
Our confocal rheoscope also allows us to investi-
gate suspension structure and rheology in a confined
geometry74. When we shear a confined suspension, one
with less than 10 layers of particles, we observe a strong
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vorticity-aligned string structure at intermediate volume
fractions 0.34 to 0.4 with 80 <∼ Pe <∼ 4, 000. This
vorticity-aligned string structure contrasts with previ-
ous simulation studies, where flow -aligned string phase
have been observed instead. The vorticity-aligned string
structure can be attributed to the combination of strong
interparticle hydrodynamic couplings and the interlayer
momentum exchange in the confined sample74,81.
Employing our biaxial shear cell, we examined this far-
from-equilibrium string structure under two-dimensional
oscillatory shear54. Using biaxial shear we have unprece-
dented control over the suspension behavior. For ex-
ample, we imposed two orthogonal shear flows at the
same frequency with different phases δ. If the shear
flows are in-phase (δ = 0) the resulting shear flow is
a uniaxial oscillatory shear and the string structure is
very pronounced. If the shear flows are out-of-phase
(δ = pi/2) the resulting shear flow is a circularly po-
larized shear. We find that the particle alignment into
strings decreases gradually with increasing δ and eventu-
ally becomes isotropic when δ = pi/2.
We also investigated the effect of the particle string
configuration on the suspension rheology, using our biax-
ial FMD54. Surprisingly, as the suspension morphology
progresses from string structures to an isotropic state, we
see no corresponding change in the suspension rheology.
To clarify the lack of the string structure’s rheological sig-
nature, we performed an “oscillatory superposition spec-
troscopy” measurement on the suspension. While the
suspension was under a uniaxial oscillatory shear flow,
with particles assembled into strings, we applied a sec-
ond, high-frequency oscillatory shear flow. From this sec-
ond flow, we probed the stress response of the sample
both parallel and orthogonal to the primary flow. We
found that the stress response is isotropic at the frequen-
cies probed, despite the highly anisotropic suspension
string structure. Moreover, the flow behavior is New-
tonian both along and orthogonal to the applied flow54.
These observations highlight our device’s capability to in-
vestigate novel structures of highly confined samples and
test their anisotropic rheological properties.
C. Particle diffusion under shear
Our shear apparatus can also be used to study parti-
cle dynamics including the translational and rotational
diffusion of colloidal particles under shear. Due to Tay-
lor dispersion82,83 particles undergo faster translational
diffusion along the flow direction during shear. By using
our confocal microscope in conjunction with our shear
apparatus, we were able to measure two additional types
of enhanced diffusion under shear84. Whereas enhanced
translational diffusion relies on Brownian motion and an
inhomogeneous flow field, enhanced rotational diffusion
relies of the inhomogeneous orientation flow field due to
the Jeffrey orbits exhibited by the particles. This en-
hancement of rotational diffusion may allow for interest-
ing self-assembly or rheological applications. Similarly,
by looking at dense suspensions of spherical particles, we
can use our confocal rheoscope to measure that colloidal
particles’ diffusion is also enhanced perpendicular to the
flow direction74. This enhancement arises from hydro-
dynamic interactions between particles giving diffusive
behavior.
D. Other applications
While we have only discussed applications of our shear
apparatus for simple colloidal liquids, this device is de-
signed to be easily customized for additional applications.
For example, with our current design, we can use our
shear apparatus in conjunction with a holographic op-
tical tweezers to locally control suspension structure85.
In principle, this allows us to manipulate the suspen-
sion structure down to the single particle scale in a
sheared sample. Our three-axis piezoelectric stage ad-
ditionally allows us to investigate compressional or ex-
tensional flows in complex fluids86,87, simply by taking
advantage of the y-positioning capabilities of the piezo to
move the plates perpendicular to the sample boundaries.
Moreover, by mis-aligning the top and bottom plates, we
can use our shear apparatus to investigate shear or com-
pressional lubrication flows in complex fluids. Our biaxial
FMD also allows for probing the anisotropic viscosities of
a variety of other complex fluids ranging from colloidal
crystals to collagen fiber networks. Moreover, we can ac-
cess a vast array of additional experimental approaches
with only minor modifications to our shear or imaging
apparatus. By substituting a transparent cover slip for
the opaque FMD, we can use cross-polarized microscopy
to investigate the structural dynamics of sheared liquid
crystals. Alternatively, we can introduce polarizers and
use epifluorescence to conduct fluorescence confocal po-
larizing microscopy (FCPM)88 and measure the 3D direc-
tor orientation of sheared liquid crystals. To investigate
the effects of different boundary structures on the rhe-
ology of confined suspensions, we can replace the silicon
wafers and glass cover slips with patterned surfaces89–91.
Our shear apparatus can be easily modified for use in con-
junction with Dynamic Light Scattering, by using a FMD
with a small window for a laser beam to pass through.
Moreover, due to our modular design of our FMD, in
the future it will be easy to substitute an FMD that ad-
ditionally measures normal stresses. The capabilities of
our shear apparatus and its flexibility for a wide range
of applications promise that similar confocal rheoscopes
will find important uses in future experiments in rheology
and soft matter.
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